Introduction A survey of surgeons in Brazil on their experience with PERTHESE silicone breast implants was performed. Materials and methods Surgeons that used PERTHESE implants between 2002 and 2008 were surveyed on the shape and volume of the implants used, surgical incision site, surgical plane of insertion, key postoperative complications, and surgeon and patient satisfaction. Results The survey had a response rate of 20%, with ten surgeons reporting data on 1447 patients. The majority of the implants used were 200-300 cc, round, and high profile. Preference for the traditional inframammary incision site (47% of patients) was favored over transaxillary (33%) and periareolar (19%), and both subglandular (55%) and submuscular (44%) planes of insertion were used. Over 97% of surgeons and patients were satisfied with the results and surgeons indicated that the implants were easy to use. Conclusions This review demonstrates that these implants are safe, maybe easier to introduce than other implants, and result in a high level of surgeon and patient satisfaction.
Today breast augmentation is performed all over the world. According to the American Society of Plastic Surgeons (ASPS) approximately 307,000 women in the United States (US) alone underwent breast augmentation surgery in 2008 and the demand for silicone implants is rising; the number of silicone breast implants increased from 35% in 2007 to 47% in 2008 . It is estimated that Brazil is today the second major market for breast implants, with approximately 96,000 breast augmentation surgeries reported from September 2007 to August 2008, according to the Brazilian Society of Plastic Surgery (Sociedade Brasileira de Cirurgia Plástica [SBCP] ). In Brazil, with the approval of the SBCP and the Brazilian Sanitary Surveillance Agency (Agência Nacional de Vigilância Sanitária [ANVISA]), silicone implants were used throughout the 14-year US Federal Drug Administration-issued silicone implant moratorium (1992) (1993) (1994) (1995) (1996) (1997) (1998) (1999) (2000) (2001) (2002) (2003) (2004) (2005) (2006) .
In 2002, the PERTHESE Ò silicone implant line, manufactured by PEROUSE PLASTIE Laboratories in France, was adopted by Brazilian surgeons. The specific advantages of this silicone implant line include the close approximation in weight and consistency of the normal breast and the highperformance medical-grade silicone elastomer envelope that provides greater tear propagation resistance than the conventional silicone elastomer [1] . These implants have a trilaminar silicone envelope that consists of an internal and an external layer of highly mechanically resistant medicalgrade silicone elastomer and an intermediate barrier layer to significantly reduce gel bleed. The microtexturing gives the implant a relatively smooth feel, is identical from implant to implant, and is thought to help the implant remain soft while in contact with tissue [1]. The microtextured PEROUSE PLASTIE products include the PERTHESE classic line of round implants with a low (TX), moderate (MX), or high profile (540), and the PERTHESE Esthea line of anatomical implants with a full (AX), high (EHP), or superhigh profile (ESHP) ( Table 1) .
In 2005, Auclair and Staub [2] published an article on the use of these implants in France but until now no data have been published on the use of PERTHESE implants in Brazil. We analyzed data collected from ten surgeons on a total of 1447 patients who underwent breast augmentation surgery in Brazil from 2002 through 2008. Surgeons were surveyed on the implant shape and volume used, surgical incision site, surgical plane of insertion, key postoperative complications, and surgeon and patient satisfaction.
Method
A questionnaire was sent to 50 surgeons in Brazil who were using PERTHESE silicone breast implants. The questionnaire requested the following information on patients who underwent surgery: implant shape and volume, surgical incision site, surgical plane of insertion, key postoperative complications, and surgeon and patient satisfaction. Each surgery was performed according to a surgeon's free will and previous experience as well as the patient's wishes. The following data were collected: 1. Implant shape and volume, determined by desire of the patient and advice of the surgeon based on the anatomical conditions of the patient (Table 2 ) 2. Surgical incision site (inframammary, periareolar, or transaxillary) (Table 3) , determined by the surgeon after discussion with the patient about potential scarring 3. Surgical plane of insertion (submuscular plane or subglandular) according to surgeon's and patient's preference (Table 3) 4. Patient's and surgeon's overall satisfaction with the surgery (excellent, good, regular, or unsatisfied) ( The majority (95.9%) of the implants used were round and high profile ( Table 2) . Seventy-eight percent of the round, high-profile implants had a volume range of 200-300 cc. The remainder of the patients received round, moderate-profile (0.1%), round, low-profile (0.5%), anatomical, full-profile (2.0%), anatomical, superhigh-profile (0.4%), and anatomical, high-profile (1.1%) implants.
The results on surgical access show a preference for the traditional inframammary incision site (47.1%), followed by transaxillary (33.6%) and periareolar (19.4%; Table 3 ). Subglandular and submuscular planes of insertion were used to a similar extent, with 55.4% subglandular and 44.6% submuscular (Table 3) .
Over 97% of surgeons and patients were satisfied with the surgery results, with 84.0% of surgeons and 79.6% of patients rating the surgery results as excellent. Less than 1% of the surgeons and patients were not satisfied with the surgery results (Table 4) .
When surveyed about ease of use, the majority of surgeons (66.6%) indicated that the PERTHESE implant was easier to implant that other breast implants ( Table 5) .
The reported complications included capsular contracture (hard breast to palpation), implant malposition/asymmetry, hematoma, seroma, and reoperation. Capsular contracture, the most common complication found in this study, was reported in 61 (4.2%) patients: 42 (2.9%) patients experienced Baker grade III and 19 (1.3%) experienced Baker grade IV (Table 6 ). Several patients also experienced seromas (6 patients, 0.4%) or hematomas (4 patients, 0.3%). Late postoperative asymmetry occurred in 18 (1.2%) patients. During the study period, 4 (0.3%) patients underwent reoperation and no cases of implant rupture were observed. 
Discussion
After extensive laboratory research by the French company PEROUSE PLASTIE, the PERTHESE line of cohesive silicone gel breast implants was manufactured. Since the introduction of these breast implants in Brazil in 2002, there has been an increasing amount of available data on their use; however, these data have not been reported. This survey study on the use of PERTHESE implants in 1447 patients suggests that these implants are safe, easier to introduce than other implants, and result in a high level of surgeon and patient satisfaction. Consistent with these findings, a review of the breast implant literature finds an overall high level of patient satisfaction with breast implant surgery and a relatively low level of postoperative complications ( Table 7) . As in the current study, a general preference for the inframammary incision site has been reported; however, the frequency of submuscular implantation is often higher. It is important to note that these studies differ in their design and methods used for data analysis and, therefore, the data cannot be directly compared.
In addition, experience with today's thicker, more cohesive silicone gel implants demonstrates a low complication rate and high level of patient acceptance [6, 9] . The PERTHESE implants have a unique microtextured envelope that may contribute to the surgeon's favorable experience in this study and to the low level of complications experienced. It is also possible that these implants are less likely to rupture or result in gel bleed; however, studies over a longer period are necessary to address these questions. 
